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Applicant : Cinotech Consultants Limited 
RM 1710, Technology Park, 
18 On Lai Street, 
Shatin, N.T., Hong Kong 

Sample Description : Submitted equipment stated to be Integrating Sound Level Meter. 

  Equipment No.: : N-08-07 

  Manufacturer: : SVANTEK 

  Other information : Model No. SVAN 957 

Serial No. 21455 

Microphone No. 17204 
 

 

Date Received : 14 Aug 2023 

Test Period : 16 Aug 2023 to 16 Aug 2023 

Test Requested : Performance checking for Sound Level Meter 

Test Method : The Sound Level Calibrator has been calibrated in accordance with the 
documented procedures and using standard and instrument which are 
recommended by the manufacturer, or equivalent. 

Test conditions : Room Temperature: 22-25 degree Celsius 
Relative Humidity: 35-70% 

Test Result : Refer to the test result(s) on page 2. 

 

Remark : 1. Information of the sample description provided by the Applicant. 
2. The result(s) relate only to the items tested or calibrated. 

    

 For and on behalf of  
HIGH PRECISION CHEMICAL TESTING LIMITED 

  

 Lee Wai Kit 
Laboratory Manager 

 



High Precision Chemical Testing Ltd.  
Rm 1904, Technology Park  
18 On Lai Street, Shatin  
NT, Hong Kong 
Tel: +852 3841 4388    Website: https://www.hpct.com.hk 

 

Report No. : 00419  Issue Date : 22 Aug 2023 
Application No. : HP00291     

Certificate of Calibration 
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Measuring 
equipment 

: Description Sound Calibrator 

Manufacturer Brüel & Kjæ r 

Model No. TYPE 4231 

Serial No. 2326353 

Equipment No. N-02-01 
 

 

Test Result :  

Reference value, dB Indication value, dB Deviation, dB Allowed deviation, dB 

94.0 94.1 + 0.1 ± 1.5 

114.0 114.1 + 0.1 ± 1.5 
 

  

Note : 1. “Instrument Readings” presents the figures shown on item under calibration / 
checking regardless of equipment precision or significant figures. 

2. The indication value was obtained from the average of ten replicated measurement. 

- End of report - 



High Precision Chemical Testing Ltd.  
Rm 1904, Technology Park  
18 On Lai Street, Shatin  
NT, Hong Kong 
Tel: +852 3841 4388    Website: https://www.hpct.com.hk 

 

Report No. : 00390  Issue Date : 24 Jul 2023 
Application No. : HP00263     

Certificate of Calibration 
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Applicant : Cinotech Consultants Limited 
RM 1710, Technology Park, 
18 On Lai Street, 
Shatin, N.T., Hong Kong 

Sample Description : Submitted equipment stated to be Integrating Sound Level Meter. 

  Equipment No.: : N-08-12 

  Manufacturer: : SVANTEK 

  Other information : Model No. SVAN 957 

Serial No. 23851 

Microphone No. 22391 
 

 

Date Received : 18 Jul 2023 

Test Period : 20 Jul 2023 to 20 Jul 2023 

Test Requested : Performance checking for Sound Level Meter 

Test Method : The Sound Level Calibrator has been calibrated in accordance with the 
documented procedures and using standard and instrument which are 
recommended by the manufacturer, or equivalent. 

Test conditions : Room Temperature: 22-25 degree Celsius 
Relative Humidity: 35-70% 

Test Result : Refer to the test result(s) on page 2. 

 

Remark : 1. Information of the sample description provided by the Applicant. 
2. The result(s) relate only to the items tested or calibrated. 

    

 For and on behalf of  
HIGH PRECISION CHEMICAL TESTING LIMITED 

  

 Lee Wai Kit 
Laboratory Manager 

 



High Precision Chemical Testing Ltd.  
Rm 1904, Technology Park  
18 On Lai Street, Shatin  
NT, Hong Kong 
Tel: +852 3841 4388    Website: https://www.hpct.com.hk 

 

Report No. : 00390  Issue Date : 24 Jul 2023 
Application No. : HP00263     

Certificate of Calibration 
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Measuring 
equipment 

: Description Sound Calibrator 

Manufacturer Brüel & Kjæ r 

Model No. TYPE 4231 

Serial No. 2326353 

Equipment No. N-02-01 
 

 

Test Result :  

Reference value, dB Indication value, dB Deviation, dB Allowed deviation, dB 

94.0 93.9 - 0.1 ± 1.5 

114.0 114.1 + 0.1 ± 1.5 
 

  

Note : 1. “Instrument Readings” presents the figures shown on item under calibration / 
checking regardless of equipment precision or significant figures. 

2. The indication value was obtained from the average of ten replicated measurement. 

- End of report - 



High Precision Chemical Testing Ltd.  
Rm 1904, Technology Park  
18 On Lai Street, Shatin  
NT, Hong Kong 
Tel: +852 3841 4388    Website: https://www.hpct.com.hk 

 

Report No. : 00405  Issue Date : 10 Aug 2023 
Application No. : HP00283     

Certificate of Calibration 
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Applicant : Cinotech Consultants Limited 
RM 1710, Technology Park, 
18 On Lai Street, 
Shatin, N.T., Hong Kong 

Sample Description : Submitted equipment stated to be Integrating Sound Level Meter. 

  Equipment No.: : N-08-01 

  Manufacturer: : SVANTEK 

  Other information : Model No. SVAN 959 

Serial No. 11275 

Microphone No. 22452 
 

 

Date Received : 07 Aug 2023 

Test Period : 09 Aug 2023 to 09 Aug 2023 

Test Requested : Performance checking for Sound Level Meter 

Test Method : The Sound Level Calibrator has been calibrated in accordance with the 
documented procedures and using standard and instrument which are 
recommended by the manufacturer, or equivalent. 

Test conditions : Room Temperature: 22-25 degree Celsius 
Relative Humidity: 35-70% 

Test Result : Refer to the test result(s) on page 2. 

 

Remark : 1. Information of the sample description provided by the Applicant. 
2. The result(s) relate only to the items tested or calibrated. 

    

 For and on behalf of  
HIGH PRECISION CHEMICAL TESTING LIMITED 

  

 Lee Wai Kit 
Laboratory Manager 

 



High Precision Chemical Testing Ltd.  
Rm 1904, Technology Park  
18 On Lai Street, Shatin  
NT, Hong Kong 
Tel: +852 3841 4388    Website: https://www.hpct.com.hk 

 

Report No. : 00405  Issue Date : 10 Aug 2023 
Application No. : HP00283     

Certificate of Calibration 
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Measuring 
equipment 

: Description Sound Calibrator 

Manufacturer Brüel & Kjæ r 

Model No. TYPE 4231 

Serial No. 2326353 

Equipment No. N-02-01 
 

 

Test Result :  

Reference value, dB Indication value, dB Deviation, dB Allowed deviation, dB 

94.0 94.1 +0.1 ± 1.5 

114.0 114.1 +0.1 ± 1.5 
 

  

Note : 1. “Instrument Readings” presents the figures shown on item under calibration / 
checking regardless of equipment precision or significant figures. 

2. The indication value was obtained from the average of ten replicated measurement. 

- End of report - 



High Precision Chemical Testing Ltd.  
Rm 1904, Technology Park  
18 On Lai Street, Shatin  
NT, Hong Kong 
Tel: +852 3841 4388    Website: https://www.hpct.com.hk 

 

Report No. : 00372  Issue Date : 02 May 2023 
Application No. : HP00246     

Certificate of Calibration 
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Applicant : Cinotech Consultants Limited 
RM 1710, Technology Park, 
18 On Lai Street, 
Shatin, N.T., Hong Kong 

Sample Description : Submitted equipment stated to be Integrating Sound Level Meter. 

  Equipment No.: : N-12-03 

  Manufacturer: : BSWA Technology 

  Other information : Model No. BSWA 308 

Serial No. 570188 

Microphone No. 570608 
 

 

Date Received : 02 May 2023 

Test Period : 02 May 2023 to 02 May 2023 

Test Requested : Performance checking for Sound Level Meter 

Test Method : The Sound Level Calibrator has been calibrated in accordance with the 
documented procedures and using standard and instrument which are 
recommended by the manufacturer, or equivalent. 

Test conditions : Room Temperature: 22-25 degree Celsius 
Relative Humidity: 35-70% 

Test Result : Refer to the test result(s) on page 2. 

 

Remark : 1. Information of the sample description provided by the Applicant. 
2. The result(s) relate only to the items tested or calibrated. 

    

 For and on behalf of  
HIGH PRECISION CHEMICAL TESTING LIMITED 

  

 Lee Wai Kit 
Laboratory Manager 

 



High Precision Chemical Testing Ltd.  
Rm 1904, Technology Park  
18 On Lai Street, Shatin  
NT, Hong Kong 
Tel: +852 3841 4388    Website: https://www.hpct.com.hk 

 

Report No. : 00372  Issue Date : 02 May 2023 
Application No. : HP00246     

Certificate of Calibration 
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Measuring 
equipment 

: Description Sound Calibrator 

Manufacturer Brüel & Kjæ r 

Model No. TYPE 4231 

Serial No. 2326353 

Equipment No. N-02-01 
 

 

Test Result :  

Reference value, dB Indication value, dB Deviation, dB Allowed deviation, dB 

94.0 94.1 + 0.1 ± 1.5 

114.0 114.2 + 0.2 ± 1.5 
 

  

Note : 1. “Instrument Readings” presents the figures shown on item under calibration / 
checking regardless of equipment precision or significant figures. 

2. The indication value was obtained from the average of ten replicated measurement. 

- End of report - 



High Precision Chemical Testing Ltd.  
Rm 1904, Technology Park  
18 On Lai Street, Shatin  
NT, Hong Kong 
Tel: +852 3841 4388    Website: https://www.hpct.com.hk 

 

Report No. : 00380  Issue Date : 10 May 2023 
Application No. : HP00252     

Certificate of Calibration 
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Applicant : Cinotech Consultants Limited 
RM 1710, Technology Park, 
18 On Lai Street, 
Shatin, N.T., Hong Kong 

Sample Description : Submitted equipment stated to be Sound Level Calibrator. 

  Equipment No.: : N-13-03 

  Manufacturer: : SOUNDTEK 

  Other information : Model No. ST-120 

Serial No. 181001637 
 

 

Date Received : 09 May 2023 

Test Period : 09 May 2023 to 09 May 2023 

Test Requested : Performance checking for Sound Level Calibrator 

Test Method : The Sound Level Meter and Calibrator has been calibrated in accordance with 
the documented procedures and using standard and instrument which are 
recommended by the manufacturer, or equivalent. 

Test conditions : Room Temperature: 22-25 degree Celsius 
Relative Humidity: 35-70% 

Test Result : Refer to the test result(s) on page 2. 

 

Remark : 1. Information of the sample description provided by the Applicant. 
2. The result(s) relate only to the items tested or calibrated. 

    

 For and on behalf of  
HIGH PRECISION CHEMICAL TESTING LIMITED 

  

 Lee Wai Kit 
Laboratory Manager 

 



High Precision Chemical Testing Ltd.  
Rm 1904, Technology Park  
18 On Lai Street, Shatin  
NT, Hong Kong 
Tel: +852 3841 4388    Website: https://www.hpct.com.hk 

 

Report No. : 00380  Issue Date : 10 May 2023 
Application No. : HP00252     

Certificate of Calibration 
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Measuring 
equipment 

: Description Sound Calibrator 

Manufacturer Brüel & Kjæ r 

Model No. TYPE 4231 

Serial No. 2326353 

Equipment No. N-02-01 
 

  Description Sound Meter 

Manufacturer BSWA Technology 

Model No. BSWA 308 

Serial No. 570183 

Microphone No. 570605 

Equipment No. N-12-01 
 

 

Test Result :  

Reference value, dB Indication value, dB Deviation, dB Allowed deviation, dB 

94.0 94.1 + 0.1 ± 0.3 

114.0 114.2 + 0.2 ± 0.5 
 

  

Note : 1. “Instrument Readings” presents the figures shown on item under calibration / 
checking regardless of equipment precision or significant figures. 

2. The indication value was obtained from the average of ten replicated measurement. 

- End of report - 



High Precision Chemical Testing Ltd.  
Rm 1904, Technology Park  
18 On Lai Street, Shatin  
NT, Hong Kong 
Tel: +852 3841 4388    Website: https://www.hpct.com.hk 

 

Report No. : 00389  Issue Date : 20 Jul 2023 
Application No. : HP00262     

Certificate of Calibration 
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Applicant : Cinotech Consultants Limited 
RM 1710, Technology Park, 
18 On Lai Street, 
Shatin, N.T., Hong Kong 

Sample Description : Submitted equipment stated to be Sound Level Calibrator. 

  Equipment No.: : N-16-01 

  Manufacturer: : Hangzhou Aihua Instruments Co., Ltd. 

  Other information : Model No. AWA6021A 

Serial No. 1023253 
 

 

Date Received : 18 Jul 2023 

Test Period : 19 Jul 2023 to 19 Jul 2023 

Test Requested : Performance checking for Sound Level Calibrator 

Test Method : The Sound Level Meter and Calibrator has been calibrated in accordance with 
the documented procedures and using standard and instrument which are 
recommended by the manufacturer, or equivalent. 

Test conditions : Room Temperature: 22-25 degree Celsius 
Relative Humidity: 35-70% 

Test Result : Refer to the test result(s) on page 2. 

 

Remark : 1. Information of the sample description provided by the Applicant. 
2. The result(s) relate only to the items tested or calibrated. 

    

 For and on behalf of  
HIGH PRECISION CHEMICAL TESTING LIMITED 

  

 Lee Wai Kit 
Laboratory Manager 

 



High Precision Chemical Testing Ltd.  
Rm 1904, Technology Park  
18 On Lai Street, Shatin  
NT, Hong Kong 
Tel: +852 3841 4388    Website: https://www.hpct.com.hk 

 

Report No. : 00389  Issue Date : 20 Jul 2023 
Application No. : HP00262     

Certificate of Calibration 

 

Page 2 of 2 

Measuring 
equipment 

: Description Sound Calibrator 

Manufacturer Brüel & Kjæ r 

Model No. TYPE 4231 

Serial No. 2326353 

Equipment No. N-02-01 
 

  Description Sound Meter 

Manufacturer BSWA Technology 

Model No. BSWA 308 

Serial No. 570183 

Microphone No. 570605 

Equipment No. N-12-01 
 

 

Test Result :  

Reference value, dB Indication value, dB Deviation, dB Allowed deviation, dB 

94.0 94.2 + 0.2 ± 0.3 

114.0 114.2 + 0.2 ± 0.5 
 

  

Note : 1. “Instrument Readings” presents the figures shown on item under calibration / 
checking regardless of equipment precision or significant figures. 

2. The indication value was obtained from the average of ten replicated measurement. 

- End of report - 


